[A new oxytocin infusion rate recorder (author's transl)].
A new oxytocin-infusion rate recorder system is introduced. It provides continuous plotting dosages on the labor channel of the cardiotocogram. So far 82 conductions of labour were monitored with the new system and evaluated for oxytocin overstimulation. The rate of overstimulations could be reduced resulting in better fetal outcome.